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Introduction
Fixed-angle rotors are known for 
having rapid rates of acceleration and 
deceleration resulting in shorter run
times than swinging-bucket rotors.
This report investigates the question
of whether samples are re-mixed dur-
ing the rapid deceleration and acceler-
ation in pelleting studies and density
gradient methods. Procedures used
the Thermo Scientific Fiberlite F21S-
8x50y mL fixed-angle carbon fiber
rotor with Bioseal technology and the
Thermo Scientific Sorvall RC-6 super-
speed centrifuge. 

In this study, large subcellular or-
ganelle fragments were pelleted from
a homogeneous solution using rapid
deceleration. We first determined
whether recovery of low molecular
weight materials separated from the
lysed cells could be recovered from
the meniscus of the sample solution. 

In a second experiment, we ascer-
tained whether a discontinuous gradi-
ent in the centrifuge tube would be
disturbed and whether the separated
sample zones at the gradient (sample
interface) would be mixed during ei-
ther acceleration or deceleration. 

Procedure 
The sample was prepared by Nicole
Dyer, Senior Research Scientist,
Roche Biosciences, Palo Alto. Classi-
fied bacteria cells from a 48-hour 
cultured cell suspension were har-
vested and lysed with sodium dodecyl
sulfate (SDS) to produce a sample
suspension of nucleic acids, cell mem-
branes, proteins and other cellular 
organelles1,2.

Recovery of Cellular Material 
at Meniscus
In the first experiment cell mem-
branes, nucleic acids and other cellu-
lar organelles were collected as a
packed pellet after centrifugation 

at 49,000 x g for 10 min at 4°C.  
A Sorvall superspeed centrifuge

and Fiberlite™ F21S-8x50y rotor were
used for the density gradient runs.
Run times were calculated from the
K-factor of the rotor3. Nucleo-pro-
teins and other microsomes were re-
covered at the sample meniscus
located in the top 5 to 10 mL of the
supernatant in the centrifuge tube.
Amido Schwartz dye and other spec-
trophotometric determinations were
used to identify the nucleic acids and
nucleo-proteins. The results of the re-
coveries were observed from the first
four runs, when the rotor was either
decelerated slowly or rapidly. (See
Table 1.)

Sample Interface Using Discontinuous
Sucrose Gradient
The second experiment involved the
observation of the sample interface to

check for mixing when using a dis-
continuous sucrose gradient.  A four-
step discontinuous gradient consisting
of four equal volumes of 10 mL each
was formed as described below.

Gradient Preparation 
The layers embodied 20% w/w 
(0.63 M), 30% w/w (0.98 M), 40%
w/w (1.375 M) and the sample ad-
justed with 50% w/w (1.8 M) sucrose
concentrations. To facilitate the gradi-
ent preparation in the tube: 
• the lightest (20%) or first 10 mL

layer was injected into the bottom
of the tube with a hypodermic nee-
dle and syringe 

• the second 30% layer was layered
below the 20% layer 

• next, the third 40% layer was lay-
ered below the 30% layer 

• finally the sample in the 50% layer
was layered below the 40% layer
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The needle was held as close to the
bottom of the centrifuge tube during
the layering process of each concen-
tration of the gradient. After the
tubes/bottles were capped and loaded
into the Fiberlite™ F21-8x50y mL
rotor with Bioseal technology, the
samples were spun in a Sorvall super-
speed centrifuge at 49,000 x g for 90
min at 4°C.

These runs (Table 2, Runs 5 and
6) were done to show recovery of the
membranes when slow acceleration
and slow deceleration settings were
used. The nucleic acids and cellular
organelles were pelleted through the
40% sucrose layer, while the mem-
branes were seen as a visible zone at
the interface of the 20% and 30%
sucrose layers.4

Results
Table 1 shows the results of these
studies that examine the recovery of
cellular material at the meniscus and
sample re-mixing with a disconti-
nous sucrose gradient when different
acceleration and deceleration profiles
are used during centrifugation.

Conclusion
In view of the above results, it is
suggested that when separation by
floating techniques are used in fixed-
angle rotors, the rotor should be de-
celerated rapidly to 800 rpm, then
slowly to rest. This technique can be
used to prevent remixing of a soft
sample pellet and the separated com-
ponents at the meniscus of the sam-
ple during rapid deceleration due to

the Coriolis Effect.5

In density gradient studies with
discontinuous gradients using fixed-
angle rotors, slow acceleration rate is
required up to 300 rpm, then, the
rotor should be rapidly accelerated
to the maximum set speed. This ini-
tial slow acceleration rate permits
the gradient layers to diffuse and be-
come almost linear before separation
commences in the centrifuge tube.
Therefore, preparing a linear density
gradient is not necessary for fixed-
angle rotors as is needed in swinging
bucket rotors. 

During deceleration in density gra-
dient studies, the rotor should be de-
celerated rapidly to 800 rpm, then
slowly to rest. This method serves
two purposes. The first is to avert any
separated zones at the meniscus of the
gradient from being disturbed during
deceleration. The second is to prevent
disturbance of the already separated
zones in the gradient, which would
cause a loss of resolution.

Sorvall superspeed centrifuges and
Fiberlite carbon fiber rotors can be
used as described above to efficiently
conduct sample separations without
the possibility of disturbing samples
during rapid acceleration and decel-
eration. Furthermore, the F21S-
8x50y carbon fiber rotor with Bioseal
technology allows for the safest sepa-
rations at maximal g-force.

Rotors featuring Bioseal technol-
ogy have been rigidly tested for mi-
crobiological containment by the
Public Health Laboratory Service,
Centre for Applied Microbiological

Research, Porton Down, UK, and
shown to be suitable for use with
materials up to ACDP Category 3 as
categorized by the Advisory Com-
mittee on Dangerous Pathogens.
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Experiments Acceleration Deceleration Proteins Recovered
Run #1 Rapid to max speed Rapid to rest Mixed in top 20 ml
Run #2 Rapid to max speed Rapid to 300 rpm, then slow to rest Mixed in top 10 ml
Run #3 Rapid to max speed Rapid to 800 rpm, then slow to rest Mixed in top 5-6 ml
Run #4 Rapid to max speed Rapid to 1,000 rpm, then slow to rest Mixed in top 5-6 ml

Membranes Recovered
Run #5 Slow to 300 rapid to 800 rpm, then slow to rest Sharp zone observed at the 

25% and 40% sucrose interface
Run #6 Slow to 800 rapid to 800 rpm, then slow to rest Sharp zone observed at the 

25% and 40% sucrose interface

Table 1. Schematic of Acceleration and Deceleration Protocols and Results of Proteins/Membranes Recovered
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